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PRODUCT INFORMATION

- SX16mm

+ S121mm,25mm, 31mm
+ $221mm, 25mm, 31mm
+ F121mm,25mm, 31mm
+ F221mm, 25mm, 31mm
+ F321mm,25mm, 31mm
+ F421mm,25mm, 31mm
- F521mm, 25mm, 31mm

PRODUCT DESCRIPTION

This product is an endodontic rotary files for dental
treatment.

PURPOSE OF USE

Itis afile used for root canal treatment during dental
procedures.

PRECAUTIONS FOR USE
1. WARNING

@ Intended for use by medical professionals and dentists.

@ Caution should be exercised in patients with atrial
pacemakers.

® Always use a sterilized product.

@ Due to the presence of nickel in this product,
caution is advised for patients with allergies.

2. GENERAL PRECAUTIONS

(@ Do not use products for purposes other than intended.

@ If products are damaged prior to use, do not use it.

® For optimal use, it is recommended to use torque
-controlled motors.

@ Before using the product, ensure that it is securely
connected to the contra-angle head.

(® Do not use products if the blue coating has been
worn away.

® Do not use products with twisted or loose screw threads.

@ Do not exceed five cycles of sterilization and reuse
products.

3.PRECAUTIONS FOR APPLICATION

@ Recommend using the rotary file at a motor speed of
500 rpm and torque of 2~2.5 N-cm.

@ Use the automatic reverse mode when the torque
increases.

® Apply the rotary file by bending it when accessing
difficult-to-reach canals.

DIRECTIONS FOR USE
1. PREPARATION BEFORE USE

@ Before use, check the product visually for any damage.

@ Check the sterility of the product - Sterilization method
(high pressure steam sterilization) Sterilize at 121°C
for 30 minutes.

3 Check the product information before use.

@ Operators should use the product after fully
understanding the handling and operation procedures.

2.DIRECTIONS FOR USE

(@ Estimate tentative working length using radiographs
before performing root canal treatment.

@ Form the cavity to allow direct access of the file to the
canal orifice.

3 Open the canal orifice with #SX file and confirm the
tentative working length with electronic apex locator.

@ Gradually approach 2~3mm shorter of tentative working
length using #S1 file.

® Determine the working length using radiographs and
electronic apex locator.

® Shape the root canal with #S1 file to the end of the
working length. If the S1 file does not advance
smoothly, use PATENCY FILE to the working length,
and then re-use #S1 file to the end of the working length.

@ Further shape the root canal with #S2 or #F1 file until
the ultrasonic file smoothly enters the working length.

After use of the file, check for any breakage, twisted
or loose screw threads. If any deformity is found,
dispose of the file and use a new one.

® After completion of the root canal shaping, perform
ultrasonic irrigation with canal disinfectant solution.

3.STORAGE AND MAINTENANCE

@ Store the product at room temperature, away from
direct sunlight, high temperature, and humidity.

@ After use, clean the product using a medical device
cleaning solution and a brush.

® Store the product after sterilization by an appropriate
sterilization method.

SYMBOLS

Non-sterile

Consult instructions for use
Manufacturer

Caution

Do not use if package is damaged
Clockwise rotation

121<]  Sterilizable in a steam sterilizer
(autoclave) at temperature specified
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